
Subject: Re: FRS - TPC Calibrations
Posted by mlcortes on Wed, 16 Jul 2014 11:52:23 GMT
View Forum Message <> Reply to Message

Hi Scott!

As I sayd before, the fiber input is not relevant, so it should not affect the result.
Have you tried to make the x:y histogram smart? I mean, if you replace 

display x:y 1000,-50,50:300,0,200 in TPCs/TpcS21

by 

display x:y in TPCs/TpcS21

and check this x:y histogram you should see the fiber (In this case if you replay the file of
TPC21). Let me know if that works...
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