
Subject: Re: FRS Calibration Issue
Posted by SMilne on Tue, 10 Feb 2015 16:09:19 GMT
View Forum Message <> Reply to Message

Hi Liliana,

Thanks a lot for your response and apologies for my delayed response!

So I tried using your new processor the other day and recalibrated my FRS ToF using the '58Ni
calibration point' files and all seemed to be going well, things calibrated nicely as expected
(see the attached 58Ni FRS Id spectra in the MhTDC and TDC folders for a comparison).
Anyways, with this working, I decided to use it for the 46Ti run, but for some reason the
calibrations did not work here, see the attached spectra in the ToF folder. I'm also confused
why this TOF spectrum 'reverses' after the gate, this does not happen in the case of 58Ni.
Maybe I am doing something silly, I don't know. Do you know why this is not working? (If you
require any other spectra, just let me know)

Many thanks,
Scott

File Attachments
1) MhTDC-Response.zip, downloaded 200 times
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